
Determine 
 
This outline is not intended to replace the product insert or your standard operating procedure 
(SOP). 
 
 
Procedure 
 

1. Remove the protective kit cover from each test.   
 
2. Check the expiration date.  Do not use expired kits. 

 
3. Label with the appropriate patient/client identification. 
 

a. For serum or plasma samples: 
i. Using a pipette, apply 50 µl of sample to the sample pad marked by the 

arrow symbol. 
b. For whole blood samples: 

i. Apply 50 µl or two drops of whole blood (finger stick) to the sample pad 
marked by an arrow symbol. 

ii. Wait one minute until blood is absorbed into the sample pad 
iii. Apply 1 drop of Chase Buffer to the sample pad.   Note:  If you use serum 

there is no need to add the chase buffer. 
 

4. Wait a minimum of 15 minutes (up to 60 minutes) and read the result. 
 

5. Record results on the worksheet 
 
 
Interpretation of Test Results 
 

Positive (Two bars) 
Red bars appear in both the control window (labeled ‘control’) and the patient window 
(labeled ‘Patient’) of the strip. Any visible red color in the patient window should be 
interpreted as positive. 
 
Negative (One Bar) 
One red bar appears in the control window of the strip (labeled ‘Control’) and no red bar 
appears in the patient window of the strip (labeled ‘Patient’). 
 
Invalid (No Bar) 
If there is no bar in the control window of the strip and even if a red bar appears in the patient 
window of the strip, the result is invalid and should be repeated. 


